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CONFIDENTIAL: This drawing, including all information contained 
thereon, is the exclusive and confidential property of COMMON 
SENSE INSEMINATION PRODUCTS CO., of Las Vegas, NV 89121. 
This drawing is not to be copied, reproduced, delivered or 
disclosed to others, in whole or in part, except with express 
written permission.
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Parts List

DESCRIPTIONPART NUMBERMATERIALITEM

BIOFLO DOMED TIPB1014POLYVINAL CHLORIDE (PVC) PLASTIC1

BIOFLO GILT CANNULA TUBEB1011POLYPROPELENE (PP) PLASTIC2

BIOFLO GILT FOAM TIPB1002EVA CLOSED CELL FOAM3

BIOFLO GUIDE CATHETER TUBEB1003POLYPROPELENE (PP) PLASTIC4

HANDLEB1006POLYVINAL CHLORIDE (PVC) PLASTIC5

NOTES:
 

1. ALL MATERIALS USED ARE VIRGIN AND NON TOXIC RAW MATERIALS.
 

2. (ITEM 1), TIP IS ULTRASONICALLY WELDED TO THE CANNULA TUBE.
 

3. (ITEM 5 ), HANDLE IS GLUED TO CANNULA TUBE.
 

4. (ITEM 3), FOAM IS GLUED TO GUIDE TUBE.
 

5. (ITEM 1), HAS A HINGED DOME.
 

6. SEE DRAWING B1013 FOR FURTHER ASSEMBLY DETAILS.
 

7. PACKED IN BAGS OF 10. 
 

8. TIP OF CANNULA TO BE PULLED BACK INTO GUIDE CATHETER FOAM.
 

9. CASE CONTENTS ARE 6 LAYERS OF 80 CATHETERS FOR A TOTAL CASE COUNT OF 480 CATHETERS.
 

10. RIGID CARDBOARD TO SUPPORT EACH LAYER, APPROXIMATELY 4.8 MM THICK.
 

11. BAG OF 10 CATHETERS, (2 ROWS OF 5), ARE TO HAVE THE HANDLE END OF ALL 10 CANNULAS WRAPPED
     WITH A4 PAPER AND MULTIPLE RUBBER BANDS TO PREVENT COMPRESSION CREEP.
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